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Laparoscopic myomectomy (LM) is becoming a standard method for treating patients requiring minimally invasive endoscopic surgery with uterine fibroid. However, laparoscopic surgery has resulted in new complications, because of the use of novel instruments and methods. Collating reports on such cases is very useful for the development and improvement of laparoscopic surgery. From May 2009 to April 2011, 497 patients underwent LM at our hospital. Here, we report 4 cases in which we could not remove intrauterine manipulators after the operation.
The manipulators, which were broken or sutured in the uterine cavity, were removed immediately in all cases. The manipulator could be removed via the cervix in 1 case by using a hysteroscope; however, in 3 cases, the suture thread had to be cut to remove the manipulator, and the wound had to be resutured using a laparoscope. We have provided the surgical notes and suggest precautions in these rare cases. 
